[Active rhinomanometry with a minicomputer and printer].
A rhinomanometer is described which is coupled with a minicomputer and printer. The experimental results can be presented on a monitor and printed out via the printer. Besides plottings of rhinomanograms it is also possible to print out V1.5 values, the side difference, the decongestion effect, and other data of the patients in tabular form. Several measurements of the same patient, e. g. before and after decongestion, can be plotted and compared simultaneously. A nozzle system or a mask can be used. The advantages for the clinical application of this automatic computer system are described.